Introduction
Naturally occurring stable hydrogen isotopes are very important for environmental studies since they can be used as indicators of several hydro-geochemical processes. These include identication of streamow generation mechanisms, ow path, and water-budget model testing.
1 Stable isotope analysis is also used in this perspective for quantication of stream water composition and its temporal and geographical origin, 2 as well as to gain data on processes such as paleowaters and cave water cycles. In addition, it is also used to nd the origin of uid inclusions trapped within carbonate aquifer matrixes or in speleothems. In general, uid inclusions may undergo post-depositional oxygen isotope exchange with carbonate. Thus, the oxygen isotopic content is not a reliable indicator of the original water. However, trapped water should not undergo post-depositional hydrogen isotope exchange because there is no hydrogen reservoir to enable such an exchange. Owing to that, the alternative hydrogen deuterium to hydrogen (D/H) analysis can be used as a proxy for d Although isotopes have similar chemical properties, the mass differences induce slight changes in reaction kinetics and reaction equilibrium. Equilibrium fractionation is connected to the distribution of isotopes among various compounds in an equilibrium reaction (reversible process). When equilibrium is established, both sides of reaction rates are equal and the isotope abundances in the reactant and product remain constant. The slowest reaction rate will determine the time to equilibrium and it is temperature dependent. However, when equilibrium cannot be established meaning an irreversible process occurs, this will be kinetic isotope fractionation. Completely kinetic fractionation is only found in processes were the reaction product becomes instantly isolated from the reactant. It is oen difficult to describe the processes in a quantitative manner, as the underlying physical or chemical kinetic processes are generally complicated. In nature, most processes are not kinetic, but a combination of equilibrium fractionation as well. 4, 5 For distinguishing between equilibrium fractionation and kinetic fractionation, it is important to understand the reason for the fractionation. Equilibrium fractionation occurs so that the total energy of the system is minimized via forming the most stable bonds possible, in other words equilibrium is related to bond stability of the isotope. Kinetic fractionation occurs because smaller molecules move faster than heavier molecules and therefore react more slowly, in other words, kinetic is related to the speed of the isotope.
In elements having low atomic numbers (Z), the isotopic variance is relatively greater, because the mass differences are large. Thus, when elements participate in chemical reactions, the various isotopes may react at slightly different rates. Or if equilibrium is established, isotopes partition themselves differently in products and reactants. 6 The difference in the relative isotopic abundance of an element in different pools of the same molecular species is dened as isotopic fractionation. Isotopic fractionation results from differences in reaction rates or phase transitions, which are related to isotopes of an element.
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Isotope composition of stable small atomic mass elements (e.g. H, O, C) is generally not reported as an absolute number, but as delta values (d). Delta values are commonly reported in parts per thousand, or per mill (d Â 1000&) and are calculated by comparing the apparent isotope-abundance ratio in a sample with that of a reference material measured under precisely the same conditions, without any attempt to determine the "absolute" isotope-abundance ratios of either material.
7
Delta values (d) are calculated using the following equation:
where "R" represents the ratio between the heavy isotope and the light one, in the sample and in the standard. Hydrogen has two stable isotopes, 1 H (denoted as H) and 2 H (denoted as D or deuterium), with a natural abundance of about 99.98843 and 0.01157% respectively and an isotope ratio D/H ¼ 0.0001157.
The value of d in the standard is usually dened as 0&, but laboratories that specialize in anthropological analysis and enriched substance can present the results in percentage or ppm instead of per mill.
9
This hydrogen ratio has a much higher natural variation, than for of other environmental isotopes such as 13 C and 18 O, because of the relatively larger mass differences between the isotopes, stemming from a more substantial fractionation process. D and
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O content are dependent on the same processes (fractionation via evaporation processes) and are usually used in conjunction for water delineation, thus these values propagate along the Global Meteoric Water Line (GMWL). 10 High concentration of D is common in places where the evaporation level is high, such as tropical and sub-tropical lakes. In contrast, low concentrations of D can be found in locations with low evaporation rates such as polar ice.
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The common practice for stable isotope measurement is historically mass spectrometry (MS) and recently laser-based isotope analyzers. However since these methods analyzes a gas phase; direct measurement of liquid water is not in reach. Therefore, for example MS, water evaporation followed by vapor reduction to H 2 (H 2 O) and HD (HDO) over a chromium catalyst maintained at 900 C is needed. 12 Furthermore, operating an instrument in high vacuum prevents MS in situ applications and might distort the D/H isotopic ratio owing to D/H exchange with water condensate on the system's metal surface inlet. 13 Field tted laser based isotope analyzers are still limited by the need to convert water to vapors, which means it will be needed to service the sample input device.
14,15
Moreover, additional drawback of laser spectrophotometers is that they can produce inaccurate measurements when dissolved organic carbon (DOC). 16, 17 FTIR has an advantage to both methods mentioned above that is the ability to separate and differentiate between the D 2 O and HDO species. With this said, there are some studies that present the ability to distinguish between the species, but in the near IR with complicated laser spectrometers which is not suitable in eld measurements.
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The assumptions enrolled dictate the research goal, to develop a simple and affordable method for in situ hydrogen isotope ratios measurement (D/H), directly from natural water reservoirs. For this simple, sensitive, and precise environmental task, we used a portable Fourier Transform Infra-Red spectrometer (FTIR). are usually represented relative to "Standard Mean Ocean Water" (SMOW), 19 or as VSMOW "Vienna-SMOW". 20 The use of VSMOW is preferable because using these standards ensures that the measurement was calibrated to the IAEA standard, with d values in per mill as a standard quantication unit.
Materials, methods, and instrumentation
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An on-line measurement test performed at a karstic cave (Sif Cave) included water samples from three locations (noted as 1-3) within the cave collected directly and measured in situ.
Methods
Standards preparation included preparation of pure D 2 O aliquots with an analytical balance and diluting with UPDI. The precise weighting (Table 1) The measurement method is the same for the calibration curve standard and in situ sample (triplicates) measurements. The liquid cell Circular Aperture Cell Mount 6500S from Spectra Tech Inc. was used with BaF 2 windows of 32 Â 3 mm diameter. For background measurements, the FTIR liquid cell was lled with the same UPDI used for preparing the samples. Aer measuring the background (UPDI water), the cell was lled with different calibration solutions and the IR spectrum was measured.
Measurement errors were calculated for the sample preparation and the measurement protocol and also for the instrumentation used in the study. The main causes of error were a combination of sample preparation as weighing error (0.002%), volume measurement error (0.2%), and instrumentation error (5%). 22 The device error is over than order of magnitude higher than all other errors combined and a value of 5% represents the total measurement error.
In situ (on-line) measurement in the Sif cave
The portable FTIR in situ on-line D/H isotopic ratio measurement case study is a karstic cave (Sif), located in Central Israel near the town of Ariel (Fig. 1) . In most karstic caves, runoff percolates through the soil and dissolves carbon dioxide, which is later released into the cave atmosphere once the water drips into the cave. In the Sif Cave, dripping water was collected via three large plastic (polyvinyl chloride -PVC) sheets from three Water from the collection barrels 1-3 was directly transferred via a syringe to the liquid cell. The volume injected into the cell was at least 50 times larger than the cell volume to assure effective washing of the previous sample measured; and all air were removed from the cell, so that the entire cell was lled with liquid (air bubbles might interfere with the instrument analysis). The measurement parameters were the same as those used for the calibration and standard measurements.
Instrumentation
Analysis of infrared spectra can determine type and concentration of molecules present in a sample. There are several types of infrared spectrophotometers, but the most common is the FTIR (Fourier Transform Infra-Red) spectrophotometer.
24
The absorbance A of the IR light obeys the Beer-Lambert law, as shown in eqn (3) and (4). In Fig. 2, absorbance A (Y-axis) is displayed vs. wavenumber v cm À1 (X-axis).
where A -absorbance, I 0 -the initial light intensity of the sample, and I t -the light intensity leaving the sample, which determines the amount of light absorbed by the sample. Most of the infrared spectra measurements are in the Mid-IR range (400 to 4000 cm
À1
). 24 The Fourier transform superposed mathematical functions as sine and cosine waves. By passing the light through the interferometer, the infrared beam spectrum is optically transformed into an interference pattern (the interferogram). The infrared detector measures this interference pattern, and the Fourier transform turns it back into a spectrum.
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The FTIR used in this research was Agilent's Cary 630 with a transmission accessory unit with a KBr beam splitter and deuterated triglycine sulfate (DTGS) detector. The measurement parameters of the FTIR spectrometer were as follows: resolution: 2 cm À1 ; wavenumber range: 400-4000 cm À1 and number of scans: 100. 21 The size of the bench space of the Cary 630 FTIR is 20 Â 20 cm, with a total weight of 3.6 kg, making it suitable for the purpose of in situ measurements. and in others to the HDO 29 species. It is important to note that most of the literature is in agreement that vibrations of the D-O bond are the source of the 2504 cm À1 absorbance.
Results
Determination of the source of the 2504 cm
25,30
In order to determine the origin of the 2504 cm À1 absorbance peak [25] [26] [27] [28] and, in particular, which species was causing it, H 2 O/D 2 O mixtures with the following D 2 O concentrations were prepared: 999&, 750&, 500&, 350& and 250& D content. The IR background spectra was measured in the range of 650-4000 cm À1 (Fig. 2) 
FTIR measurements for calibration curves
The IR Spectra (650-4000 cm À1 ) for the different D 2 O concentrations are given in Fig. 3 . In the O-H stretching region, in the ranges of 2900-3700, 1500-1700, and 650-1000 cm À1 strong H 2 O absorbance is observed (absorbance > 1.0). Consequently, calibration was carried out using the HDO peak at 2504 cm
À1
where there was no masking of the peak (Fig. 4) . Although the concentration range of D in samples that were examined was 0.010-0.1&, for intensifying and pointing out the 2504 cm À1 peak, higher concentrations of D in the range of 0.70-5.6& were included ( Fig. 3 and 4) . Although, distinguishing low concentrations in the spectra was slightly difficult, the FTIR device soware was able to quantify it. Absorbance calibration data results in The lowest HDO concentration measured in the calibration curve was of 0.010&, whereas the HDO peak that provided the best results is located at 2504 cm À1 (Fig. 3) were checked and since the best R 2 was for the larger 0.10 mm spacer, it was used throughout the study. The R 2 linearity t is mostly inuenced by sample measurement errors of 5% (wavenumber accuracy) of the specic instrumental precision.
The sample solutions for the calibration curve were prepared by prices analytical weight as presented in Table 1 . Validation of the method was carried out by preparation of unknown samples via mixing 99.9% (999&) D 2 O with UPDI water (0.01157% D) and the results of the determination was accurate within 6& of the prepared solutions.
In order to examine low D 2 O concentration reproducibility, ve samples containing 0.070& D 2 O were prepared (concentration was appropriated for hydrogen isotope measurement in water). Each sample was measured three times with an optical path of 0.10 mm. The results of the measurements were in the range of 0.00416-0.00619 absorbance unit and the total average absorbance was 0.051& with a standard deviation of 0.0006.
Average D 2 O concentration from ten VSMOW2 water solution standard samples was measured with a 0.10 mm spacer. The predicted concentrations range was between 0.0102 to 0.0184&. The standard predicted values were calculated by the 0.10 mm spacer (optical path) calibration curve equation (Fig. 5) . The average concentration of the standard was 0.0143& (¼R standard ).
In situ measurements at Sif cave A eld experiment was performed (05.04.2017) at the Sif cave to evaluate the system's performance and the in situ measurement method applicability. The measurement results are presented in Table 2 for the three drip water collection areas, denoted 1-3. The values presented in Table 2 are the average of the measurements of the samples and vary between (À164.58) -
Discussion
The eld and laboratory operations performed in this study aimed to develop a method for determining dD in accuracy suitable for environmental research. The equipment consists of simple and portable FTIR spectrophotometer with liquid sample cells appropriate for the FTIR transmission unit and the results conrmed that the 2504 peak is affiliated to HDO species and not to D 2 O and that the D concentrations measured are lower than those reported in other studies on natural water.
31,32
Since direct hydrogen isotope measurement of aqueous solutions is not possible with a Mass Spectrometer or with Laser based spectrometer (as the sample has to be converted to gaseous phase); FTIR spectrophotometer with a suitable liquid cell, is capable of performing such measurement using.
31
The method for D/H ratio measurement relied on D and H typical absorbance bands, but since most absorption bands are non-unique and related to other vibrations such as H 2 O 2 at 2200 cm À1 and HDO at 1400 cm À1 (Fig. 2) , the source of the absorption peak at 2504 cm À1 was somewhat unclear. Most recent studies regarded it as absorbance in liquid water, which stems from D 2 O. 27, 28, 33 Other sources did not report to which species this peak is related, but rather stated that it is the consequence of a O-D vibration. 34 The early literature connects this peak to a O-D vibration without stating the species origin.
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In order to resolve the dilemma, we measured the D 2504 cm À1 peak for variable HDO and D 2 O concentration mixtures, which revealed that it relates to the HDO vibration. The O-H absorbance is responsible to spectra shape variance as presented in Fig. 2 , which is totally masked by the H 2 O signal. Consequently, calibration was carried out using the HDO peak at 2504 cm À1 (Fig. 4) .
Only two variables affect vibration peak position in reference to chemical bonds: force constant and reduced mass. These two molecular properties determine the wavenumber at which a molecule will absorb IR radiation. D has the same force constant as H, although with higher atomic mass. By practically doubling the mass of the hydrogen atom, the oxygen-hydrogen stretching vibration is reduced and shis (Fig. 2) . 35 In addition, the width of the bands relates to the intermolecular interaction strength (such as hydrogen bonding). The number and strength of intermolecular 2 O peak, but rather that of the HDO, which is far more intense. Although the system's temperature range might inuence the intensity of the peak, the shape for any specic temperature is the same (except for a small shi toward higher frequencies). 37 Thus, the temperature variation will not affect the identication of the relevant peak. The temperature that was tested in the laboratory conditions (25 C) and the eld did not effect the results. Moreover, geological systems such as the karstic cave sampled during this study are considered closed systems with a steady state temperature (approximately 18 C).
38
The dD values calculated for the 0.10 mm spacer had shown the best consistency with Beer's law (Fig. 5) . Hence, longer optical pathways contribute to the measurement consistency. Nonetheless, there is a tradeoff between optical length and energy gradient. Owing to the energy ramp, in the Cary 630 the option of using a 0.20 mm optical pathway cannot be carried out in the liquid cell but must rather use a Thumbler-IR unit [the specic FTIR that was used (Cary 630 by Agilent) has 8 different accessories which can be purchased for specic needs such as the Thumbler IR FTIR transmission, which is used for measurements of liquids, without the inconvenience of cumbersome IR transmission cells-no spacers, windows, or syringes are needed. For the purpose of our laboratory needs we have purchased the transmission accessory as it can be used in all three phases (gas, liquid and solid)]. Since measurements with a larger spacer increase measurement sensitivity and improve calculation, using the Thumbler-IR unit will probably also improve the R 2 linearity t.
In the reproducibility test, the instrument showed a standard deviation of H0.006&, which is sufficient for measuring dD isotopes. 39 The advantage of D determination directly from the calibration curve makes the process of data handling quicker, easier, and with smaller margin of error when compared to the complex data processing demanded of MS measurements.
When comparing this study, it can be seen that the method presented in this paper has demonstrated the feasibility of attaining greater sensitivity than the 0.1&, using the 8400S Shimadzu FTIR with 100 mm optical path, which was reported in an IAEA publication in 2011. 31 In this research, 0.01& sensitivity in D analysis was achieved, which is on a scale of one order of magnitude improvement. In addition when comparing to Higgins (2014), who used an Agilent 4500 Series FTIR which is capable of 0.012& measurement sensitivity (a special and far more expensive FTIR unit).
32
In situ measurements conducted in the Sif cave demonstrated highly depleted dD values (Table 2) . These low values are probably a consequence of the cave's extremely humid and closed atmosphere with low evaporation rates, which can induce variations of up to 250& of delta in the cave hydrological cycle.
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Conclusions
A new procedure for in situ measurement was developed and validated through measurements within a karstic cave. The 2504 cm À1 absorption peak stems from the HDO absorption band and was found most suitable for the measurements. We demonstrated that a small and portable FTIR spectrophotometer can be used for high sensitivity (D/H) isotope ratio analysis of in situ and direct HDO measurements of water solution. The measurement sensitivity increased with optical path length, while the high sensitivity achieved of 0.01& was obtained with the Cary 630 0.01 mm, which is the largest spacer option for its liquid cell. The FTIR instrument reproducibility was achieved with standard deviation of H0.006&, sufficient for dD analysis. In our procedure, the same method can be applied for laboratory and direct eld measurements as well as for all types of liquid water sources.
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